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Antigen test – How-to guide for the Hotgen Novel Coronavirus Antigen Test 

 

 

 
 

 

This is a quick guide.  

It applies only to Hotgen’s test.  

 
For comprehensive information, please 

read the manufacturer's instruction 

manual.  

 

 

 

 

 

Preparation: 

 Read the entire manual. 

 Find a clean and well-lit work surface. 

 Have the test materials and a clock ready. 

 Wash or disinfect your hands.  

 

 
Cotton stick 

 

 
Test cassette 

 

 
Tube with liquid 

 

 
small garbage bag 

Take the cotton stick out of its packaging.  

Do not touch the cotton wool! 

 

Collect mucous in your nose. 

Insert a cotton stick 1.5 cm into the first nostril.  
Turn the cotton stick 4-6 times in a circle along the 
inside of the nasal wall. 
(15 seconds) 

Change the nostril and again turn the cotton stick 
4-6 times along the nasal wall. 
(15 seconds) 
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Open the tube with the liquid. 

Insert the cotton stick into the tube. The cotton 

wool must be completely immersed in the liquid! 

Rotate the cotton stick in the liquid for at least 15 

seconds and press the cotton 3 times against the 

bottom of the tube. 

 

Squeeze the tube with your fingers while pulling 

the cotton stick out of the tube.  

 

 

Close the tube with the lid. 

 

 

 

 

Open the silver aluminium bag. 

Take out the test cassette. → Lay it flat on the 

table. 

Open the tube with the sample. 

Put exactly 4 drops into the small hole (S) in the 

test cassette. 

 

 

Wait exactly 15 minutes. 

 

Note: After 30 minutes the result is invalid. Then it 

is no longer correct. 

 

 

You can read the result after 15 minutes. 

 

If the test is positive: 

 Stay at home! 

 Call your doctor or the health 
department! 

 

       Positive              Negative          Invalid 

 


